Re-Centrifugation of Specimen Prior to Analysis

Factors and Their Possible Consequences:
- When a sample is re-spun, the RBC will again be in contact with the serum and lysed cells will be homogenised in the serum or plasma.

Corrective Actions

For non-gel tubes, store an aliquot of the serum or plasma

Do not re-centrifuge gel based samples. If required, centrifuge aliquot of serum or plasma

References: